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SECTION 117700
MEDICAL RADIOGRAPHIC EQUIPMENT

OFFICE POLICY MANDATES THIS SECTION, WHEN USED IN MULTI- CONTRACT PROJECTS, BE INCLUDED IN THE CONSTRUCTION CONTRACT.
PART 1   GENERAL

1.01
RELATED WORK SPECIFIED ELSEWHERE


A.
Radiation Protection:  Section 134900.


B.
Basic Electrical Materials and Methods:  Section 260501.

1.02
DEFINITION


A.
Company Field Advisor:  A company employee certified in writing by the manufacturer of the radiographic equipment to be technically qualified in the installation and servicing of the required products.  Personnel involved solely in sales do not qualify.

1.03
SUBMITTALS


A.
Product Data:



1.
Catalog sheets, specifications, and installation instructions.


B.
Quality Control Submittals:



1.
Certificates:  Affidavit required under Quality Assurance Article.



2.
Company Field Advisor Data:




a.
Name, business address and telephone number of Company Field Advisor secured for the required services.




b.
Certified statement from the Company listing the qualifications of the Company Field Advisor.




c.
Services and each product for which authorization is given by the Company, listed specifically for this project.


C.
Contract Closeout Submittals:



1.
Operation and Maintenance Data:  Deliver 2 copies, covering the installed products, to the Director’s Representative.  Include name, address and telephone number of the nearest fully equipped service organization.

1.04
QUALITY ASSURANCE


A.
Compatibility of Equipment:  All pieces of equipment which require electrical or physical interfacing shall be from a single manufacturer to assure compatibility.


B.
Service Availability:  All equipment shall be supplied by one source to assure a single source service organization.  A fully equipped service organization capable of responding to service calls within 8 hours shall be available 24 hours a day, 7 days a week to service the completed Work.


C.
Certification:  Affidavit by the Company Field Advisor, certifying that the equipment meets the contract requirements and is operating properly.


D.
Qualifications For Products Other Than Those Specified:



1.
At the time of submission provide written notice to the Director of the intent to propose an “or equal” for products other than those specified.  Make the “or equal” submission in a timely manner to allow the Director sufficient time to review the proposed product, perform inspections and witness test demonstrations.



2.
If products other than those specified are proposed for use furnish the name, address, and telephone numbers of at least 5 comparable installations that can prove the proposed products have performed satisfactorily for 3 years.  Certify in writing that the owners of the 5 comparable installations will allow inspection of their installation by the Director's Representative and the Company Field Advisor.



a.
Make arrangements with the owners of 2 installations (selected by the Director) for inspection of the installations by the Director's Representative.  Also obtain the services of the Company Field Advisor for the proposed products to be present.  Notify the Director a minimum of 3 weeks prior to the availability of the installations for the inspection, and provide at least one alternative date for each inspection.




b.
Only references from the actual owner or owner’s representative (Security Supervisor, Maintenance Supervisor, etc.) will be accepted.  References from dealers, system installers or others, who are not the actual owners of the proposed products, are not acceptable.





1)
Verify the accuracy of all references submitted prior to submission and certify in writing that the accuracy of the information has been confirmed.


3.
The product manufacturer shall have test facilities available that can demonstrate that the proposed products meet the contract requirements.




a.
Make arrangements with the test facility for the Director's Representative to witness test demonstrations.  Also obtain the services of the Company Field Advisor for the proposed product to be present at the test facility. Notify the Director a minimum of 3 weeks prior to the availability of the test facility, and provide at least one alternative date for the testing.



4.
Provide written certification from the manufacturer that the proposed products are compatible for use with all other equipment proposed for use for this system and meet all contract requirements.
EDIT NUMBER OF HOURS TO SUIT.

E.
Company Field Advisor:  Secure the services of a Company Field Advisor for a minimum of 16 working hours for the following:



1.
Render advice regarding installation and final adjustment of the equipment.



2.
Witness final equipment tests and then certify in writing that the equipment is installed in accordance with the contract documents and is operating properly.



3.
Train Facility personnel on the operation and maintenance of the equipment (minimum of two 4 hour sessions).



4.
Explain available service programs to Facility supervisory personnel for their consideration.

PART 2   PRODUCTS

THE BRAND NAMES AND MODEL NUMBERS SPECIFIED ARE FOR BASIC DIAGNOSTIC X-RAY PROCEDURES USED AT CORRECTIONAL FACILITIES.  CHECK WITH PROJECT CHIEF IF OTHER BRAND NAMES OR EQUIPMENT ARE REQUIRED FOR A PARTICULAR PROJECT.
2.01
EQUIPMENT

GENERATOR IN PARAGRAPH BELOW IS SINGLE PHASE 600mA UNIT.

A.
Radiographic Table, Integrated Tube Stand, X-Ray Generator and Transformer:  RTI System No. S3936AA, S6/RTI without Tomographic Attachment by General Electric Co., Medical Systems Operations, 33 Leslie Ct., Whippany, NJ  07981, RAD II Radiographic System by Raytheon Medical Systems, 2020 North Janice Ave., Melrose Park, IL  60160, or Compact System without Tomography with Model No. KXO-625(A) Generator by Toshiba Medical Systems, Division of Toshiba America, Inc., 2441 Michelle Dr., Tustin, CA  92680.


B.
Cassette Stand:  Model No. G9041CA, Group MVCH-RH by General Electric, CS-73 Automatic Cassette Stand by Raytheon, or Model No. VCS-01A by Toshiba.

REPLENISHER TANK KIT FOR LOW VOLUMN USE.  FIXER AND DEVELOPER TANK KITS IN 14, 30, AND 55 GALLON CAPACITIES ALSO AVAILABLE FOR HIGH VOLUME USE.

C.
Processor:  Model M7B RP-X-0mat Processor, with Automixer and 8 gallon Replenisher Tank Kit, and Accessory Stand by Eastman Kodak Co., 343 State St., Rochester, NY  14650.

2.02
ACCESSORIES


A.
Provide door interlocks, mounting devices, and other accessories necessary for complete installation of the equipment.

PART 3   EXECUTION

3.01
INSTALLATION


A.
Install equipment in accordance with manufacturer’s printed instructions, unless otherwise indicated.


B.
Provide all electric work, required for complete installation of equipment, from wall mounted power source to equipment.  Wall mounted power source (enclosed circuit breaker or fused safety switch) will be provided by the Electric Contractor.

END OF SECTION
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